


E. Prepare the Cassette for Loading
1.  Dislodge bubbles from behind the elution modules.  Tilt the cassette, sample  
     well side down, to release any trapped bubbles behind the elution modules.

2.  Place cassette into the optical nest.  Keep the cassette slightly tilted down so 
     that the bubbles in the elution reservoirs don’t return to the area behind the   
     elution modules.  Be sure the cassette is fully seated into the bottom of the nest to 
     ensure proper optical alignment.

3.  Remove the white tabbed adhesive strips from the cassette.  Place one 
     hand on the cassette and hold it firmly in the nest.  Grab the white tabs of the  
     tape and pull the strips firmly and slowly toward the front of the BluePippin until   
     they are removed.

4.  Remove buffer from all elution modules and replace with 80µl of fresh 
     electrophoresis buffer.  Make sure that the pipette tips extend all the way to 
     the bottom of the elution modules without sealing the elution port opening.  Test 
     the tip fit using the empty rinse cassette supplied with the instrument.

5.  Seal the elution modules with the adhesive tape strips.  Tape for sealing the 
     elution modules are supplied with cassette packaging.  Place tape over the elution 
     modules and rub firmly to fix the tape in position.

6.  Check the buffer level in the sample wells.  Immediately prior to loading, 
     sample wells should be completely filled to the top with buffer.  If any wells are 
     underfilled, top them up with additional buffer.

7.  Perform the continuity test.  Close the lid and press the “Test” button located 
     in the lower right area of the Main screen.  The test routine runs automatically and 
     measures the current in each separation and elution channel and should return a 
     “PASS” for each separation and elution channel.  The cassette temperature must 
     be above 17oC (62oF).
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D. Inspect the Gel Cassette

4.  Inspect for bubbles due to   
     separation of agarose from bottom 
     of cassette in the region used for 
     optical detection of DNA.  If a bubble   
     is observed, do not use the lane.  
     A bubble on the top of the gel column 
     will not affect detection.

C. Calibrate the Optics with the Calibration Fixture

1.  Remove the cassette from the foil packaging.

2.  Inspect the levels of buffer in all buffer reservoirs.  Reservoirs should be   
     nearly full.  If the buffer level in any reservoir appears less than 50% full, fill  
     with spare buffer.

3.  Inspect the gel columns.  Look for obvious breakage of the agarose column in  
     each channel.  If there is obvious breakage, do not use the lane.  Remaining lanes 
     can be used.

1.  Place the calibration fixture onto the optical nest.  Close the Lid.
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7.  Press “Save As” and name and save the protocol.

4.  Determine the lane into which the DNA marker (U1) will be added and enter it into
     the “Reference Lane” field.  In the example below, U1 is loaded in lane 1.

5.  In the size parameters panel, press the “Range” button for the lane into which   
     Marker U1���Z�L�O�O���E�H���O�R�D�G�H�G�������7�K�L�V���Z�L�O�O���U�H�P�R�Y�H���W�K�H���S�U�H�V�H�W���³�(�Q�G�´���Y�D�O�X�H���D�Q�G���J�U�D�\���R�X�W����
     the parameter fields.
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    (either 10000, 15000,  or 20000).  Parameters for a >15kb High Pass with the    
    Marker in lane 1 is shown.



1.  Dislodge bubbles from behind the elution modules.  Tilt the cassette, sample  
     well side down, to release any trapped bubbles behind the elution modules.

2.  Place cassette into the optical nest.  Keep the cassette slightly tilted down so 
     that the bubbles in the elution reservoirs don’t return to the area behind the   
     elution modules.  Be sure the cassette is fully seated into the bottom of the nest to 
     ensure proper optical alignment.

3.  Remove the white tabbed adhesive strips from the cassette.  Place one 
     hand on the cassette and hold it firmly in the nest.  Grab the white tabs of the  
     tape and pull the strips firmly and slowly toward the front of the BluePippin until   
     they are removed.

4.  Remove buffer from all elution modules and replace with 80µl of fresh 
     electrophoresis buffer.  Make sure that the pipette tips extend all the way to 
     the bottom of the elution modules without sealing the elution port opening.  Test 
     the tip fit using the empty rinse cassette supplied with the instrument.

5.  Seal the elution modules with the adhesive tape strips.  Tape for sealing the 
     elution modules are supplied with cassette packaging.  Place tape over the elution 
     modules and rub firmly to fix the tape in position.

6.  Check the buffer level in the sample wells.  Immediately prior to loading, 
     sample wells should be completely filled to the top with buffer.  If any wells are 
     underfilled, top them up with additional buffer.

7.  Perform the continuity test.  Close the lid and press the “Test” button located 
     in the lower right area of the Main screen.  The test routine runs automatically and 
     measures the current in each separation and elution channel and should return a 
     “PASS” for each separation and elution channel.  The cassette temperature must 
     be above 17oC (62oF).
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